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* ABSTRACT 


The thermal conductance of a flat aluminum joint was investigated 
under high vacuum and with air at atmospheric pressure as an included 
medium while varying flatness, surface roughness and "apparent" contact 
pressure. The conductances resulting from conduction through the in- 
cluded medium and conduction through the metallic contacts were found 
to be of the same order of magnitude. Conductance resulting from radi- 


ation was found to be negligible. 


ii 





SUMMARY 


The objectives of this thesis were as follows: 

1. Investigation of the following parameters effecting the thermal 
conductance at a metallic interfacial joint: A. Variation of contact 
pressure, B. Absence or presence of a gaseous included medium in the 
interface gap, C. Variation of flatness (or waviness) and surface 
roughness of the metallic surfaces in contact, D. Variation of mean 
temperature. 

2. Determination of the relative amount of heat flow by each of 
the following mechanisms: A. Radiation, 8B. Conduction through the 
metallic contact area, C. Conduction through the gaseous included 
medium. 


3, Determination of metallic contact area. 


"Apparent" metallic contact pressure was varied from zero to 1400 pounds 


per square inch. During all vacuum runs, the vacuum was maintained be- 


tween \5 x 107° and 7 x 107? 
fo. OKA ans 


of mean interface temperature was made about 225°F. Flatness of the 


millimeters of mercury. A limited variation 


specimens varied from 0.0002 inches down to "optically flat.’’ Roughness 


varied from 9 microinches RMS to 136 microinches RMS. 


The following conclusions were reached: 

1. The proportion of the total heat transferred across the interface 
by radiation is negligible. 

2. The proportion of the total heat transferred across the interface 
by conduction through the included gas film increases somewhat with an in- 
crease of "apparent" interface pressure, reaches a maximum, then decreases 


zit 





with a further increase in pressure, and finally appears to reach a 
constant value. The magnitude of this variation seems to be more sensi- 
tive to roughness than to flatness. 

3. Thermal contact conductance was observed to vary linearly with 
"apparent" interface pressure in some cases, and with a power of the 
pressure in others, This varietion is believed to be datermined by rough- 
ness, flatness, and “apparent” interface pressure. 

4, <A shape factor called the "effective" metallic contact ratio 
was computed for the specimens tested which should prove useful in pre- 
dicting quantitatively the effect of various included media with these 
specimens. 

5. The thermal contact conductance always increases with an in- 
crease of "apparent" interface pressure, other variables being held 
constant. The Beet increase always remains the same or increases 
with pressure at least to the limits observed. 

6. Tharmal contact conductance decreases with an increase in rough- 
ness of the contact surfaces. 

7. Thermal contact conductance increases with the degree of flatness 
of the contact surfaces. 

8. Thermal contact conductance increases with an increase of mean 


interface temperature. 


The experimental work was performed from October 1956 through May 1957 


at the United States Naval Postgraduate School, Monterey, California. 
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SYMBOLS 


Area. When used with no subscript indicates "apparent" 


interface contact area, i.e. cross-sectional area of the 


specimens. (fone 


Specific heat per unit volume. (BTU/£t.°°F. or cal./em?°C.) 


Temperature gradient. (°F./ft.) 
Thermal contact conductance (BTU/ ft. “hr. °F.) 
Thermal conductivity. (BTU/ft.-hr. °F. /ft. or eal, jon: ees Cc 


Heat transferred per unit time. (BTU/hr.) 


Thermal current. (BTU/hr. £t.*) 


"Effective'’metallic contact ratio. (a dimensionless shape 
factor) 

Gap distance. (ft. or cm.) 

Temperature. (°F. or °C.) 

Temperature drop across the interface gap. (°F. or °C.) 
Mean molecular velocity of gas. (ft./hr. or cm./sec.) 


Mean free path of gas molecules. (ft. or cm.) 


SUBSCRIPTS 
Value of parameter for the included gaseous medium. 
Value of parameter for metallic contact area. 
Value of parameter for total. 


Value of parameter for vacuum runs. 
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I. Introduction 

The problem of a thermal resistance at the interface of two metallic 
surfaces in contact appears to have been considered only recently, the 
earliest significant results which could be found in the literature hav- 
ing been published in 1939 by Jacobs and Starr (16). The twin problem 
of electrical resistance due’to surface contact was investigated at about 
the same time by Bowden and Tabor (6). 

The most recent work in the field of thermal resistance due to con- 
tact joints appears to have two main incentives: 

1. In the nuclear power field, and 

2. In the aircraft field. 

The nuclear power field has encountered difficulty with thermal 
contact resistance in the fabrication of fuel elements for heterogeneous 
nuclear reactors. Because of corrosion problems, it was found necessary 
to "can'' the uranium fuel elements in such materials as zirconium and 
aluminum. The primary coolant then passes around the exterior of the 
"can" material. 

Theoretically, the amount of power which a nuclear reactor can pro- 
duce is unlimited. Actually, the power which can be produced is limited 
by heat transfer considerations. F. Boeschoten (5) of the Netherlands 
stated in a paper presented at the International Conference on the Peaceful 
Uses of Atomic Energy at Geneva that; 

A heterogeneous nuclear reactor with a high neutron flux requires 

necessarily a high rate of heat extraction from the fuel elements. 


If an aluminum canning is used, the coefficient of heat transfer 
for the aluminum-uranium surfaces must be as high as possible, 


because it soon becomes a limiting factor for heat extraction. 





Many different methods have been tried to decrease the resistance 
due to the contact joint. Some of these methods include: 

1. Fusing the fuel element with its cladding. 

2. Obtaining a closer contact between the fuel and its can by 
pressure. One variation of this method was the hydrostatic collapsing 
of the can tubing around the fuel element described by Gurinsky, et al 
(11) at the Geneva Conference. 

3. Introducing a gas between the contact surfaces. 

4.,. Introducing a liquid between the contact surfaces. This method 
is now in use, utilizing liquid sodium. 

5. Introducing a solid at the interface such as foil, powders, 
cements, etc. 


6. Casting the fuel into the can. 


The advent of aircraft with speeds greater than Mach 2 has presented 
the problem of thermal contact resistance to the aircraft industry. At 
speeds such as these, the skin temperature of the aircraft becomes an 
important consideration since metallurgical considerations affecting the 
strength of the aircraft skin place a limit on the temperatures which can 
be allowed. In order to keep the skin temperatures below this maximum it 
is necessary that the heat generated at the skin be effectively conducted 
away and dissipated. The thermal contact between the skin and the frame 
of the aircraft can be very poor, however, as a result of the thermal 
contact resistance. To find the affects of this resistance, work has 
been conducted at Syracuse University by Barzelay, Tong, and Holloway 


(2 and 3) sponsored by the National Advisory Committee for Aeronautics. 





The effects of thermal contact resistance observed will be the same, 
regardless of where the problem is encountered. The methods of solving 
the problem, however, may be quite different, depending upon the environ- 
ment. For instance, while it would not present any great problem to use 
liquid sodium to reduce the resistance in a nuclear reactor fuel element, 
this method would obviously be impractical in an aircraft application. 

Heat is transmitted across the interface at the surface of contact 
of two flat surfaces by three methods: 

1. By conduction through the points of metallic contact, 

2. By gonduction through the air (or other included medium) film 
between the surfaces, and 

3. By radiation. 

It should be noted that convection is not listed as one of the methods 
of heat transfer. Obviously, the distance between the surfaces is so 
small that the convection current effect, if present at all, would be 
of negligible value. 

The metallic contact area will actually be significantly less than 
the apparent surface as noted by Holm (15): 

If, ----, practically plane bodies were placed on top of each 

other, the whole covered area was often called the contact surface. 

It is more correct to call it the apparent contact surface,----. 

Usually very small areas of it are in real contact, because ever 

so well ground surfaces always have a certain waviness. If they 

were ideally hard they would touch each other only in three points. 

But real bodies are always deformable. Therefore, the first con- 

tact points become enlarged to small areas and simultaneously new 

contact points set in. The sum of all these points or spots is 

the contact surface. Consequently, the pressure, p, always remains 

finite. The hardness, H, is the upper limit of p, and every ten- 

dency to exceed this limit leads to an irreversible deformation, 


plastic or splintering. The pressure in contacts has been found to 
be surprisingly high. 





Thermal contact resistance is the resistance to heat flow across 
the interface by the three methods listed above. Tribus (33) in a dis- 
cussion of a paper by Brunot and Buckland (8) has pictured this resist- 


ance as follows: 


it 


R 








R, 





Figure I-1l 
Where Ry is the resistance due to conduction across the air gap, Rit 
is the resistance due to radiation across the air space, R is the 
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resistance due to the direct metallic bond, Ry is the resistance due 

to conduction through the metal of the top specimen, and Ra is resist- 
ance due to conduction through the metal of the bottom specimen. Since 
the reciprocal of the total resistance across the joint seen by the 
driving potential (the temperature difference between the surfaces) is 
the sum of the reciprocals of the various resistances, it appears to be 
more convenient to use the thermal conductances rather than thermal 
resistances. Thermal conductance is the reciprocal of thermal resist- 
ance. Total thermal conductance across the joint is defined as the sum 
of the various conductances across the’ joint. Thermal conductance is a 


measure of the heat which flows between two points and since the heat 





flux in the upper specimen is essentially the same as the heat flux 
in the lower specimen, as is pointed out in the Discussion of Results, 
the total heat flow (total conductance) will be the sum of the heat flow 
(conductance) by the various paths. 

Weills and Ryder (35) have defined the thermal conductance of the 
gap as follows: 

Thermal conductance of gap = h = (q/A)/Q t. 

Where q/A = the thermal current, Mt = temperature drop across 
the gap. The thermal current can readily be calculated using Fourier's 
equation from McAdams (27) and measurements made during the experimental 
procedure as follows: 


dt 
1? Baie Fe 


or q_ a 


>!la 
=| [== 
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From this it readily follows that the thermal conductance may be defined 


as: 


ieee 
This value of thermal conductance is really a fictitious or "apparent" 
conductance as it is made up of the various conductances described above. 
Thermal contact resistance (and hence its reciprocal, the conduct- 
ance) will vary with many different factors. Brunot and Buckland (8) 
found that: 
Total resistance for unit area, i.e. '(apparent) contact area" - - 
will vary with smoothness, contact pressure, thermal conductivity 


of the metal, thermal conductivity of the gas between the metal 
surfaces, 





Weills and Ryder (35) found that the thermal contact resistance also 
varied with the mean interface temperature, with the condition of the 
joint, and with the hardness of the metal forming the joint. These 
investigations have indicated that the flatness of the surface is also 
a parameter as noted in the Discussion of Results. As a result of 
time limitations the primary variables investigated by the authors 
were contact pressure and included medium (vacuum and air). A limit- 
ed investigation of variation of thermal contact conductance with mean 
interface temperature was made over a small range to permit correcting 
the observed values of thermal conductance to a common temperature for 
all runs. Also a limited variation of surface roughness and flatness 
was investigated. 

Several of the investigators in this field have speculated on the 
proportion of heat which flows by each of the three methods of heat 
transfer described above, but no quantitative results have been report- 
ed in the literature. If the mechanism of heat transfer can be evaluat- 
ed, a step will have been made toward understanding thermal contact 
resistance and perhaps enabling quantitative predictions on the effects 
of included media and surface roughness. It also appeared that, in 
separating the various methods of heat transfer, there might be a 
possibility of estimating the area of metallic contact at the inter- 
face. Kouwenhoven and Potter (24) stated: 

There is need for more accurate knowledge of the actual areas 


in contact as this remains one of the greatest unknown factors 
in the problem. 





The idea of conducting tests in a high vacuum in order to determine the 
heat flow by the various methods was proposed by Keller (21) in a dis- 
cussion of a paper by Weills and Ryder (35): 

, It would have been of great interest if at least some of the 
authors' tests could have been repeated with the contacts in a 
vacuum, and again, with the gap between the surfaces filled with 
a gas of much higher thermal conductivity than air, ---. By these 
expedients, after due allowance had been made for radiation, the 


relative magnitude of each of the two conductances could have 
been determined definitely. 


Much work has been done to determine electrical contact resistance, 
a problem which is analogous to thermal contact resistance. There are 
some major differences Aer wen the two problems, however. Whereas the 
thermal current passes partially through the included medium, the in- 
cluded medium acts as an insulator in many cases for electrical current. 
Also tarnish films will, in general, present a greater resistance to the 
flow of electrical current than to the flow of thermal current. Holm (15), 
one of the principal freeeigatoue of this problem.in the electrical field, 
has indicated that perhaps thermal experiments could provide information 
which would help clarify the problem of electrical contact resistance 
determination: 
It should be pointed out that thin tarnish films, which may produce 
large electrical resistances, do not appreciably influence the ther- 
mal current. Therefore, the measurement of the thermal resistance 


constitutes a method for determining the load-bearing contact sur- 
face -- which is independent of any tarnish films present. 





Il. Description of Equipment 


1. General Description. 


The Equipment can be divided into the following groups: 


L 


A pair of instrumented test specimens providing an inter- 
face between a common metallic material medium. 

A heat source for heat input and a massive heating head 
serving as a high temperature heat reservoir. 

A massive cooling head serving as a low temperature heat 
sink and the coolant to maintain the cooling head at 

low temperature. 

A static load device with load cell and instrumentation 
to determine the load. 

A vacuum system enclosing the test specimens and heating 
head. 

Thermal insulating material. 

Temperature sensing, indicating and recording devices and 
associated control switchboard. 

Power sources, safety circuits, regulator and control switch- 
board, 


Surface roughness equipment described in Chapter III B. 


2. Detailed descriptions. 


a. TEST SPECIMENS. Several pair of 6061, formerly designated 61-S-0, 


aluminum alloy test specimens were machined from a single bar. A drawing of the 


test specimens with the thermocouple schedule is shown in figure A-12 and the 





test specimens (+) ! show clearly in figure A-2. Conventional 
machining methods were used in the initial preparation of the speci- 
mens. = average flatness of the test surfaces was specified as 

0.0002 inches and the two ends of each specimen were specified parallel 
within 0.0002 inches. These tolerances were achieved using a dial 
indicator and comparison with a standard surface place. Initially, 

the test faces of three of the pairs of specimens were hand lapped 

with a third dummy block using Clover Brand Grinding and Lapping Com- 
pound grades 1A and 3A until interference fringes were clearly seen using 
a sodium vapor light and a DoAll A optical flat. This was undertaken to 
insure flatness of the specimens of the order of #90 microinches. The 
specimens were scribed and drilled for thermocouples to a uniform depth 
of 1.25 inches. Accuracy of the hole location along the vertical axis 
of the specimen was 0.01 inch. A hole diameter of 0.070 inches (#50 
drill) was used. This resulted in a higher than desirable location 
tolerance, but it was considered that the "walking" tendency of a small- 
er drill would introduce errors which would probably do away with any 
accuracy gained by the use of a smaller hole.’ Also in order for the 
thermocouple to be bonded properly for vacuum work, the large hole was 


highly desirable. 


b. HEAT SOURCE AND HEATING HEAD. Two CHROMOLOX cartridge 


NOTE: In this chapter a letter or number symbol enclosed in a circle 
indicates that the named item immediately preceding is labeled 
with this symbol in the figures of Appendix A. An alphabetical- 
numerical list of symbols is also given in the first folded page 
following the photogravhs, Figure A-15. 





element heaters, model number ¢-503¢, manufactured by the E. L. Weigan 
Company and rated at 250 watts each were the heat source. Their elec- 
trical input was manually controlled from a regulated supply by means 
of a Superior Electric Company type 116 POWERSTAT with voltage and 
current being determined by a Weston Electric Instrument Corporation 
Model 433 Voltmeter and a Westinghouse Electric and Manufacturing 
Company style 70138 AC ammeter (<) The heating head assembly () 
is shown in figure A-2. It consists of a heavy stepped cylinder mach- 
ined from a four inch bar x oxe solid copper. It was drilled and 
tapped at each end to allow lifting of the upper test specimen to open 
the interface gap and thus determine the radiative transfer of heat 
across the gap in a high vacuum. The heater elements were inserted 


horizontally in the heating head and secured there by small stainless 


steel retaining strips. 


c. COOLING HEAD. The copper cooling head (<) was machined 
from the game bar as the heating head. An aluminum retaining ring was 
added to prevent the cooling head from being pulled upward into the 
vacuum jar since its maximum diameter was only slightly greater than re- 
quired for the O ring seal. A pipe threaded hole was placed in one side 
for water entry (*) while 32 smaller radial holes extend outward from 
the vertical central cavity, thus permitting exit of the cooling water and 
insuring its contact with a pelee ively large surface area of Ene cooling 
head. A light galvanized steel cylinder surrounded the cooling head to 


catch the coolant and lead it to a drain connection The cooling 


head proper rested on a three inch OD steel pipe which transmitted the 
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load to the static load machine. Two O rings sealed the entry of the 
cooling head through the bottom plate into the vacuum system. Cold water 
from the normal supply main (7) for the building was used as the coolant. 
An excess of coolant was employed in an attempt to insure that fluctua- 
tions in the normal supply would not unduly affect experimental results. 
For work requiring a constant temperature heat sink it would be neces- 

sary to provide additional auxiliary equipment as the water temperature 
exhibits a Huceel ertatoe Additional leads from the water line were 


utilized for the normal and shutdown cooling of the diffusion pump. 


d. STATIC LOAD MACHINE. A dead weight loading machine (2) 
was designed for this project and constructed in the Naval Postgraduate 
School machine shops. It consists essentially of a V shaped base of 
three inch steel channel, a vertical 8 X 6-1/2 inch wide flange I-beam 
with fittings to receive the loading arm on the upper end, a square 
coaming of three inch angle iLron, supported by two legs and a pair of 
gusset plates, to accept the bottom plate and a seven foot long 
five inch I-beam loading arm with built up positioning pads at the 
ends and center. Moment arms giving load Patios from 7 to 1 to a maximum 
of 20 to 1 are thus available and the loading machine can be used for 
other purposes than this experiment. The loading machine was designed 
to permit a maximum loading of 10,000 pounds in the 20 to 1 moment arm 
position. The limiting factor from the strength standpoint is the pivot 
pin which connects the loading arm to the pivot plate («) The machine 
was designed so that this maximum load could be exerted between the load- 
ing arm and the base V as was used in this experiment or between the load- 


ing arm and the plate resting in the coaming. The maximum load of 10,000 
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pounds is also a safe limit in regard to stability against tipping. 
Should larger loads be applied, using a stronger pivot pin, it would 
be necessary to place weights on the rear extension of the base. 

The two flat pivot plates form a movable link between the 
loading arm and the vertical I beam member of the machine to insure that 
non-axial thrust is not exerted on the loaded column of test specimens. 
The load was applied to the top of the heating head by a loading pole 
() of 3-1/2 inch diameter steel. The top of the pole has a 1/4 
inch radius and was case hardened. It bore against a polished flat 
loading plate of one inch thick tool steel positioned by nuts 
on 5/8 inch bolts extending down from the loading arm. This pole passed 
through the top plate of the vacuum system through a double O ring 
seal similar to that of the cooling head. Weights were suspended from 
the end of the loading beam on a4 hangar which was supported by a 
rod to insure vertical load application. An A frame made of two 
inch pipe was used to support a one ton chain hoist for handling the 
heavy loading arm and the top plate. A lifting bracket () and a 
screw jack («) + used to assist in separation of the interface gap 
for radiation readings. 

Within the vacuum system, the loading pole was cut to accept a 
two inch section of 1/16 inch wall aluminum tubing with a 2-1/2 inch OD. 
Initially this load cell was instrumented with two Baldwin AX-5 
strain gauges in a bridge arrangement to provide temperature compensation 
and eliminate indication of non-axial loads. Later a strain gauge bridge 
was constructed using four Bladwin SR-4 A-/7 bakelite bonded strain gauges 


to allow better performance at the high temperatures encountered (29). 


r2 





The loading pole detail is shown in figure A-14. A Baldwin type M strain 
indicator (5) was used to determine the load on the load cell. The 
loading pole was placed in a recently calibrated RHIELE testing machine 
for purposes of calibrating the load cell before, during, and after the 
test program, In addition, the assembly was placed in an electric oven 

¢ 


and the zero reading observed at various temperatures to insure that there 


was no variation of indicated load with temperature. 


e. VACUUM SYSTEM. As previously stated, the entry of the test 
columns was sealed at the top and bottom plates by a pair of "O" rings. 
Both plates were milled from a one inch mild steel plate to 3/4 inch 
thickness to insure flatness, then faced on a lathe since leakage of air 
into the vacuum system occurred with the striations of the milling cuts. 
The bottom plate rested in place in the coaming of the static load mach- 
ine. On the upper surface of this plate rested the 18 inch diameter 
vacuum tight cylinder made of 1/4 inch steel. A glass cylinder 
was used and proved more satisfactory except for its fragility. The top 
plate rested on the upper end of this cylinder and both closures were 
sealed by a moulded neoprene gasket on the cylinder. On the bottom of 
the bottom plate, under a three inch hole was bolted the top flange of a 
water cooled oil diffusion pump (). formerly a unit of a Navy MK 5 
Optical Coating Unit. AW. M. Welch Manufacturing Company DUO+SEAL 
vacuum pump maintained about 35 microns of pressure on the discharge 
arm of the diffusion pump and was connected to the latter by a flexible 
pipe, a series of standard pipe fittings, and a specially machined adapter. 


A second lead-off via a natural rubber hose was made to the vacuum cutout 
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switch described under h. below. Also connected here was a mercury 
filled Kontes Glass Company McLeod gauge for measuring the fore- 
pressure. This measurement had no significance other than serving as 
a guide to the proper operation of the diffusion pump heater. (34) 

The heater, located in the bottom of the diffusion pump, was con- 
trolled through a second Superior Electric type 116 POWERSTAT with cur- 
rent being indicated on a second Westinghouse style 70138 AC Ammeter 
(). Coolant for the diffusion pump was water from the building 
supply system. An air connection was provided for removing the 
water from the shutdown cooling coils of the pump prior to normal opera- 
tion. An additional flexible lead from this air connection was used for 
leak testing the terminal connectors. All flanged joints in the vacuum 
system were fitted with a gasket of 1/32 inch neoprene while threaded 
joints were made up with Glyptal enamel. Two CENCO (Central Scientific 
Company) CVM glass-to-metal vacuum coupling connectors were brazed into 
holes in the bottom plate. A consolidated Vacuum Corporation Piranl 
gauge tube (*) partially visible in figure A-5, was placed in one 
connector and used with a Wheatstone bridge and sensitive galvanometer 

(2) for leak detection. The second connector on the opposite side 
of the loading machine held a VG-1A type fonization gauge tube which 
means was chosen for determining the pressure in the vacuum jar. A control 


circuit (>) built from plans supplied by the Department of Physics. 


f. THERMAL INSULATION. In order to reduce heat loss while work- 


ing in air, a heat insulating jacket (*) to surround the test column was 


cut from a standard 2-1/2 inch ID moulded magnesite pipe insulating shell. 
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The shell was scraped out so as to fit snugly around the heating head 

and test specimens and fitted with holes at one of the joints to permit 
exit of the heater and thermocouple leads. Two spacer discs and a lift- 
ing bolt of fired LAVA grade A were used as a thermal insulator between 
the top of the heating head and the bottom of the loading pole. Insula- 
tion here was necessary for three reasons: 1. to reduce heat losses 
from the system so a reasonably high mean temperature could be maintained 
at the interface gap; 2. to reduce the operating temperature of the load 
cell to an acceptable level; and 3. to assist in maintaining a constant 
temperature in the top plate by reducing the temperature of the loading 
pole. This LAVA material is naturally occurring hydrous aluminum silicate 
as furnished by the American Lava Corporation of Chattanooga, Tennessee. 
Ic was first machined in the ordinary manner, slightly undersized, then 
fired in a metallurgical furnace by raising the temperature slowly to 
1800°F, holding that temperature for about 1 hour, then furnace cooled. 
It is credited " the supplier with 2500 pounds per square inch ultimate 
tensile strength, 40,000 pounds per square inch compressive strength, 

and a thermal conductivity kK =|0.003 gram calorie centimeter per square 
centimeter second degree Centigrade. A lifting bolt made of this same 
material provided the means by which the heating head was attached to 


the loading pole during radiation readings. 


g. TEMPERATURE MEASUREMENT. Eleven thermocouples were inserted 
in each test specimen starting 1/4 inch from the interfacial surface and 
spaced axially 1/4 inch apart with each successive level being displaced 


100° angularly. This arrangement proved quite satisfactory since sufficient 
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points were available to establish a slope for determination of the inter- 
face temperature by extrapolation and by having the thermocouples angularly 
spaced it is believed that any appreciable disturbance of the heat flow 
pattern in the specimen was avoided. The Brown & Sharpe gauge 30 copper- 
constantan thermocouple wirerted chosen because of its small size and 
availability. It is considered the smallest wire for practical macroscopic 
work in this temperature range. The fiberglass insulation and oxide 
coatings were removed from the wire ends with rough aluminum oxide abrasive 
paper. The wires at one end'were twisted together then flash welded in 

one arm of a mercury filled U tube. This operation was difficult to per- 
form satiafactorily unless the wires had been freshly abraded to remove 

the oxide film. The surface of the mercury was covered with about 4 inch 
of light machine oil to queneh the arc. Approximately 25 volts AC was 
found to give the best results. The leads were then untwisted so that 

the only contact occurred in the bead at the end. This end of the thermo- 
couple was dipped in General Electric Glyptal Enamel (1201 Red) to provide 
physical protection and electrical insulation. After several trials with 
various cements, INSA-LUTE HI-TEMP CEMENT #P-7 made by Sauerseisen Cements 
Company was selected as the best to hold the thermocouples in the hole and 
to insure good thermal contact of the couple with the specimen during this 
high vacuum work. Brase terminal connectors, as illustrated in figure 
A-13 were used to transmit the thermo-electric potential through the top 
and bottom plates to the vacuum system. A resistance to ground of twelve 
megohms was required of each connéctor. Brown & Sharpe #24 thermocouple 


wire was used to carry the signal to the terminal board on the thermo- 


couple control switchboard (+) wosen is illustrated in figure A-5. Each 
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test specimen was referenced against a separate ice junction and selector 
switches were connected to permit reading the absolute potential of each 
thermocouple and the differential voltage of any two thermocouples located 
in opposite specimens. The wiring diagram for this function is shown in 
figure A-10. An additional circuit was provided to permit selection of 
six thermocouples in each specimen of which three at one time could be 
connected to a potential recorder. A partial wiring diagram for this 
function is shown in figure A-1l. The Leeds & Northrup Company SPEEDOMAX 
two point potential recorder (1) restricted observation at any one 

time to only one thermocouple in each specimen. This however proved 
sufficient to indicate the existence of a steady state temperature 
condition in the test specimens. For precise reading of absolute and 
differential values, a Rubicon precision potentiometer and galvano- 
meter were used. The ice junctions were in separate kerosene 

filled glass tubes in a standard vacuum portie (A) fitted with crushed 
ice, 

h. POWER SOURCES. With the exception of the SPEEDOMAX potential 
recorder, all AC operated equipment was furnished power through the power 
control switchboard shown in figure A~-3. The wiring diagram is 
given in figure A-9. Several safety circuits were necessary to permit 
continuous untended operation of the equioneaee The diffusion pump 
heater was protected by a pressure switch which required a vacuum of 
20-25 inches of mercury before operation was permitted, a manually reset 
relay which opened the circuit should ce voltade supply of the fore pump 
motor fail, and lastly a relay connected to a Mercoid Switch (+) built 
by the Mercoid Corporation of Chicago, [llinois, which opened the diffusion 


pump heater circuit and thus the holding coil of the manually reset relay 
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above should the cooling water pressure fail. In addition the regulated 
power source for the heat source heaters was connected through the cooling 
water eelay. The voltage regulator was a Sorensen & Company model 
1000 rated at one KVA and was found necessary to maintain constant voltage 
on the heat source because of the wide variations in the commercial supply 
voltage to the building. All pump and heater circuits were fused in both 
sides of the line at the power control switchboard and individual fuses 
were provided in all indicating equipment, the voltage regulator, and the 


POWERSTATS . 
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III. Experimental Procedures. 
A. Vacuum System 

Because of anticipated troubles in obtaining a satisfactory vacuun, 
this system was put into operation first. The system was built up by 
steps in order to facilitate trouble shooting. The fore pump was operated 
connected to the McLeod Gauge only. The piping system to the diffusion 
pump was added, and then the diffusion pump made up with a blank flange. 
Subsequently, the system as a whole, but without the an eee 
the top and bottom plates, was operated. Finally the complete system _ 
as Shown in figure A-3 was placed in operation. It was found necessary 
to operate the fore pump at least twenty hours before turning on the 
diffusion pump if unattended. However, if attended the diffusion pump 
could be turned on when the fore pump had reduced the pressure to less 
than one hundred microns. This raised the fore pressure as the diffusion 
pump started working. After the diffusion pump had been on for a period 
of about one to two hours, if the vacuum in the system could not be 
observed with the ionization gauge, the diffusion pump was turned off and 
allowed to cool. When the fore pump had restored the vacuum to less than 
one hundred microns the diffusion pump was again turned on and the pro- 
cedure repeated. It was found that unless the system had been shut down 
for some time that two start-ups were sufficient to obtain proper operation 
of the diffusion pump. After about twenty-four hours of operation of the 
diffusion pump, vacuums of the order of 107 sam of Hg were obtained. The 
ionization gauge control circuit was checked against a commercially 
calibrated control circuit supplied by the Department of Physics. 

Figure A-8 is a schematic of the vacuum system showing the associated 


water and air systems. Water cooling was provided for the section surrounding 
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the diffusion pump heater to prevent decomposition of the diffusion pump 


oil during a rapid shutdown. The air connection was provided to ensure 


that 


all water was removed from this set of coils prior to the use of 


the pump. 


The diffusion pump requires very careful handling for trouble-free 


operation. If the diffusion pump heater is turned on with too high a 


pressure in the system the diffusion oil will decompose. 


If the system is under high vacuum with the diffusion pump 

in operation and air is admitted suddenly, the octoil will 
decompose, forming long white crystals on the walls of the 
diffusion pump casing. Such an accident necessitates an over- 
hauling of the pump. Should the oil, while exposed to the air, 
be heated accidently, or should the vacuum be broken while the 
oil is still hot, the degree of decomposition will depend on 

the heat of the oil and the length of exposure. Provided neither 
the heat nor the time was too great, the oil may purify itself 

on subsequent operation. (34) 


If the diffusion pump walls are not cooled sufficiently during operation 


of the heater, the vacuum system will become contaminated with oil vapor. 


Since the system was operated continuously for many days when con- 


ducting vacuum runs it was necessary to provide safety circuits to prevent 


or minimize the troubles described above. These safety circuits are shown 


in figure A-9. Safety circuits were installed to provide the following: 


a 


1. Shutting off the power to the diffusion pump heater if the power 
to the fore pump failed. Failure of the fore pump would require 
the dLEfueion pump to operate against a relatively large back 
pressure and would cause a loss of vacuum with its resultant 
deleterious effects on the oil. 

2. Shutting off the power to the diffusion pump heater if the system 


vacuum drops below a predetermined value. This will minimize the 
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deterioration of the oil in case of a large air leak into the 
system such as would be caused by a connector, gasket or hose 
failure. 

3. A relay to prevent the diffusion pump from restarting after a 
main power failure. A main power failure will cause a gradual 
loss of vacuum and since the length of time that the system has 
been shut down may be a matter of several hours it would not 
be desirable for the diffusion pump to restart immediately when 
power is restored. This relay is also tripped if any one of the 
other safety circuits open the diffusion pump heater circuit and 
must be manually reset to prevent premature re-energizing of the 
circuit after securing for any reason. 

4. Shutting off the power to the diffusion pump and the heat source 
if the cooling water fails. 

A pair of matched Pirani Tubes were installed, one in the vacuum 
system and the other, closed at the end, located adjacent to the other for 
temperature compensation. These tubes were connected to a bridge circuit 
with a sensitive galvanometer for leak detection. The bridge circuit used 
was a modification of a circuit recommended by Jnanananda (17). The leaks 
encountered were at pressures above the sensitive range of the Pirani 


Tubes; consequently, this system was not used to any great extent. 


B. Surface Roughness 
In the field of surface roughness specification there is still basic 
disagreement as to the use of average or RMS values and the manner of 


arriving at those values. An attempt has been made by American Standards 
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Association to define a uniform system whereby surface roughness may be 
specified by the designer and produced by the machinist. ASA American 
Standard B46.1 and Military Standard MIL-STD-10 of 2 August 1949 both 
cover surface roughness, waviness and lay. Also for several years, 
General Electric Corporation has used a set of samples as a bridge 
between the drawing board and the finished product. According to 
Mikelson (28), who described the above system, surface roughness is 
involved when peaks occur closer than 1/32 inch while waviness is 
involved when the peaks are spaced greater than 1/32 inch. These 
samples are made of steel in the form of a six inch pocket rule and for 
most roughnesses more than one type of cut is given. The design 
engineers, machinists and inspectors thus have available a prepared 
Sample of the approximate finish desired in the completed product, 
Thielsch (32) advances the following warning: 

Only when surfaces which have experienced similar finishing 

operations are compared, is examination by sight useful for 

even the roughest production control. 
Several investigators in this field have advocated the use of optical 
methods of surface roughness determination in order to insure that 
consistent measurements were being used by all concerned. It must be 
recognized from the above that: 

In contrast to measurements of distances, accurately and to 

known standards, measurements of finishes is in its infancy. 

(13) 

A protracted but unsuccessful attempt was made to utilize a multiple 
beam interferometer for precise optical measurements of the surface rough- 


ness. Briefly the procedure is expressed as follows by Sugg (31): 


The optical flat with a partially reflecting film on the work 
side is placed on the surface of the piece to be examined, and 
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a series of interference fringes (light and dark bands) which 
follows the contour of the surface, may be observed when viewed 
in monochromatic light. These fringes result from interference 
between light beams reflected from the two surfaces in normal 
centact and occur at wedge thicknesses t given by the following 
formula nL = 2 at cosh, where n is the order of interference, 

L the wave length of the monochromatic light, a, the refractive 
index of the material of the wedge, and $ the angle of incidence 
of the: light. This expression reduces to t = nL/2 for normally 
incident light with air as the wedge material. The spacing 
between the fringes, no matter what it may be, reveals a constant 
half-wave-length difference in wedge thickness, and a method of 
measurement sensitive to a few millionths of an inch is offered. 
. « »- Multiple band inteferometry permits the width of the dark 
band to be reduced to relative hairline proportions, which does 
reveal fine detail. .. . control the distance between fringes 
through control of the angle between the flat and the examined 
surface. 


An attempt was made for higher resolving power using a metalloscope as 
suggested by Benford (4): 


The basic design concept can of course be extended to become a 
higher power system by locating the microscope objective below 
the partially reflecting mirror, so that one can employ a 
traditional metallurgical microscope and vertical illuminator 
setup as the basis for constructing a microinterferometer. 
This would extend the power range, but lose the excellent 
design feature of a portable instrument which one can place 
directly on the test surface. 


For this investigation only a fringe pattern was necessary; however, 

the warning of Loewen (25) is of interest: 
Unfortunately, multiple beam interferometry has some drawbacks. 
The most important is that the wedge required between the mirror 
and work surface makes it impossible to focus the viewing micro- 
scope on both fringes and work surface simultaneously. In photo- 
graphs this might be remedied by double exposure if refotusing 
is possible without joggling the apparatus. 

This desired fringe pattern was finally obtained, but upon consulting 

h 
with Dr. W. F. noe Ter of the Michaelson Laboratory at the United States 


Naval Ordnance Test Station, China Lake, California, it was learned 


that in using this system too many variables are encountered for even 
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the slightest precision with the equipment available. The principal 
factors are the miltiplicity of the reflection, the wedge angle, and 
the reflectivity of the optical surface. In addition, some of the 
roughnesses proposed for use were one order of magnitude removed from 
the wave length of visible light thus precluding application of this 
method with the means available. 

A replica technique was seriously considered but this also was 
limited in accuracy by too many variables. This method consists of a 
comparison of plastic replicas of specimens of known roughness with 
like replicas of the specimens whose roughness measurement is desired. 

No calibrated specimens were available in the range desired. 

Roughness measurements were taken with a Brush Surface Analyzer 
Model BL-103, manufactured by Brush Electronics Company with the standard 
PA-2 pickup head. Although the diamond stylus of a Brush Surface Analyzer 
probably responds principally to the crystalline hardness of the material 
and definitely cuts a groove in the metal being tested, this method was 
used as the best means available for measurement of roughness. A glass 
calibration standard was used to calibrate the instrument each time 
measurements were taken. On the roughest specimens, the roughness grooves 
were formed by a single spiral and all measurements with the stylus were 
made on a radial line. Utilization was made of the Brush Model BL-106 
Averaging Meter only as an approximate check. It is not inherently 
accurate enough for precision work of this type. The actual roughness 
calculations were based on readings from the Brush oscillograph tape. 

The trace produced by the stylus for each of four or five positions on 


the specimen was "read" at 24 or more approximately regular intervals. 
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The resulting values were then entered into a program the authors devised 
for the high speed digital computer and converted to average and RMS values. 
The arithmetic averages of the five sets of readings were taken for the 
roughness values of the specimen. Measurements were made on all specimens 
during the authors visit to the Naval Ordnance Test Station before the 
specimens were initially loaded in the test apparatus. Measurements were 
then made with the Brush machine owned by the Postgraduate School before 
and after the geries of runs. ; 

From Brunot and Buckland (9) it was learned of two other ways of 
evaluating surfaces: (a) Average peak-to-valley distance which gives 
the same value for various surfaces and (b) maximum peak-to-valley 
distance which would give different values. According to Hagen and 
Lindberg (12): 

The arithmetic average is 1/4 to 1/5 of the total peak-to-valley 

height for machined surfaces. For the finer finishes however, 

this ratio may be as small as 1/10. For most machined surfaces 

it is about 10 percent less than the RMS value. 
For this work it is considered that the average roughness with the maximum 
peak-to-valley distance specified is more significant because it is 


believed to be a better index of the mean free path available to the 


gas molecules. 


C. Test Procedures. 

1. Radiation and Vacuum Runs 

Normally the first runs made with a set of specimens were the vacuum 
and radiation runs, Prior to assembling the system, the contact surfaces 
of the cooling and heating heads were brightened with emery paper to 


remove the oxide coating and then cleaned with acetone to remove all 
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traces of grease and other foreign material. The contact surfaces of 
the specimens were also cleaned with acetone. The top surface of the 
cooling head and the bottom surface of the heating head were coated 
with vacuum grease to prevent the formation of an oxide film and to 
assure good thermal contact with the specimens. Vacuum grease was 
chosen because of its low vapor pressure. The bottom specimen was 

put in place on the cooling head and its thermocouples made up to the 
EBinesters in the bottom plate. It was necessary to do this before 
penenreene of the vacuum jar due to the inaccessibility of the con- 
nectors with the jar in place. With the jar in place, the upper plate 
was suspended above the system, the top specimen was placed on the 
bottom one and held in vertical alignment by the Teflon guide ring, 

and the thermocouples from the top specimen attached to the connectors 
in the top plate. The heating head was put in place on the stack, 
secured to the top specimen by a stud, the heaters inserted, and the 
leads made up to connectors in the top plate. The load cell was 
secured to the heating head (with two Lavite discs between) with a 
Lavite bolt, and the strain gauge leads made up to connectors in the 
top plate. With the top plate suspended and held directly over the 
system, the loading pole was lowered through the top plate and secured 
to the load cell with cap screws. The top plate was lowered on to the 
jar and the loading arm placed in the center pivot position. Using the 
lifting bracket, the loading pole and thus the load cell, heating head, 
and top specimen were lifted sufficiently to provide a small gap at the 
interface between the specimens, and the vacuum pumps were started. 


The system was then set up for a radiation run, and was as shown in 
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figure A-4. During the initial running of the vacuum system the heaters 
were turned on at a low power level to increase the rate of degassing and 
thus reduce the time required for attaining a satisfactory vacuum. A 
higher heater power level would have been desirable from the degassing 
viewpoint; however, temperature limitations required the low power level. 
When a satisfactory vacuum had been obtained and the stack had reached 

a steady state condition, the radiation runs were conducted. Since the 
thermal conductivity of dee air in the system had been reduced to a 
negligible value, as shown in Appendix D, and the specimens were not in 
contact, any heat flow through the stack must be due to radiation. 
Actually other minor effects were present as discussed in the Experimental 
Results section. 

Upon completion of the radiation runs, the loading pole was lowered, 
allowing the specimens to come into contact with each other and the loading 
arm shifted to the end pivot position. Weights were added to give a load 
greater than the maximum to be used during the runs to insure that all of 
the plastic deformation had taken place at the interface of the specimens. 
The weights were then removed, the loading arm shifted to the center 
position, and vacuum runs commenced. Weights were added in increments to 
the maximum allowable in this position. The system as set up for vacuum 
runs was as shown in figure A-3. The loading arm was then shifted to the end 
position and weights added to the maximum desired in this position. Readings 
were made at the various loads both loading and unloading. Since there 
was a Significant friction force between the loading pole and the adjustable 
load carrying plate on the loading arm it was necessary to check the 


alignment of the system after each load change. A plumb bob was mounted 
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on the pivot plates end this was lined up with a vertical line parallel 
to the line of centers of the bearing holes for the supporting pitier. 
Also the loading arm and the adjustable load carrying plate on the loading 
arm were checked horizontal after each change of load. 

A sample of the data recorded is shown in Figure III-C-l. A plot 
was made of temperature vs. axial distance along the specimen, as shown 
in Figure I[II-C-2. From this plot mean fneeur ace temperature, temperature 
difference across the interface and temperature gradient were computed. 
From these data the thermal contact conductance was computed using the 
Piuation defined in the Introduction. A value of thermal conductivity 
for the aluminum of 0.43 pale fem °C/em was used. This value was obtained 
from the Aluminum Company of America (1). . 
C. Test Procedures 

2. Air Runs 

To shift to air runs from the vacuum runs, the vacuum system was 
shut down by first securing the diffusion pump heater and allowing the 
oil to cool. Then the fore pump was secured and air slowly admitted to 
the system by breaking the hose connection to the McLeod Gauge. The top 
as 
plate was suspended above the system and the loading pole disconnected 
from the load cell. The load cell and the heating head were removed and 
the top specimen suspended from the top plate to prevent putting a strain 
on the thermocouple wires. The vacuum jar was removed and a wooden frame 
put in its place. The top plate was placed on the wooden frame and the 
stack reassembled. Since it was not necessary to lift the top specimen 
during the air runs, the stud and the Lavite bolt used in the vacuum runs 
were not used during air runs. The "0'' Rings were removed from the top 
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plate during one of the air runs in order to get an estimate of their 
friction effect on the load. Nothing could be determined with the 
equipment available. Insulation was placed around the stack to reduce 
radiation and convection-conduction via the air surrounding the system. 
The load procedure was the same as that followed for the air runs with 
the exception that it was not necessary to pre-load the specimens as 
this had been previously accomplished. The same data was taken as for 
radiation and vacuum runs. Plots and computations made were also the 


same. 
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SAMPLE DATA SHEET 


Run No. 180 


Date _- 4-23-57 Time 1530 
Specimen No. l 


Included medium air 


Vacuum == mn Hg Diffusion Pump Current == amp. 
Heaters in use #1 VY #2 3.4 amp. _91,3 volts 
Mean joint temperature Medea k °F 
Weights__No Load 1b. Pivot position == # of top wt__-- _ 
Strain gauge reading 11870 pAin./in. Load__ 42 lb. 
Joint pressure 6 psi 
Thermocouple No. Individual Differential 
eee a 
Temp Temp 
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IV. Sources of Error 

To obtain an absolute value of conductance in a series of experiments 
of this type, with a specimen having specified characteristics, it was not 
considered feasible to apply the single sample analysis technique (23) to 
each of the possible deviations of the many variables. For this reason 
and the obvious fact that the system was limited to only one type of 
specimen, the results of this investigation must be considered only as 
trends and not as standard values. 

However, for analysis of individual observations, the single sample 
technique is most useful in determining acceptable limits of deviation 
and in giving an approximation of the actual error involved. It also 
serves as an indicator to point out those cases to which no cause of 
error can be assigned yet which have results that are not compatible with 
the other observations. An example is given at the end of this chapter 
after the discussion of sources of error. 

The temperature measurement technique contained the principal chance 
for error and all numerical results were a direct consequence of these 
values. In obtaining temperature drops across the interface and the 
temperature gradient, the absolute errors in individual readings were not 
important so long as these errors were uniform prea thermocouples. To 
minimize these errors, all thermocouples were manufactured by the same 
method and from the same spool of wire. All readings were made on the 
same potentiometer and referenced against the same standard cell. All 
thermocouples and thermocouple wire leads were the same length and 
similarly connected. The sensitivity of the potentiometer was = .001 


millivolt or approximately = 0.04°F at the corrected mean gap temperature. 
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The temperature gradient and the interface drop were obtained by drawing 
the "best straight lLine'’ through a plot of the eleven readings of 
temperature vs. axial distance from the interface as shown in Figure 
III-C-1. Accuracy is considered doubtful for all At's less than 2.0°F 
since line positioning could result in an error of £0.2°F thus introducing 
unacceptable deviations. 

Non~parallel heat flow was a second potential source of error. This 
could result from two effects: (a) non-uniformities in the heat path and 
(b) radiation losses in the radial direction. The non-uniform heat path 
is expected by the very nature of contact resistance and may possibly result 
from inhomogeneties in the metal. These latter can not be compensated for 
except where: thermocouples are inserted. The thermocouple spacing and 
cementing material was designed to minimize any adverse effects. Any 
radial heat leakage from the stack that might affect the gradient would 
always be outward and thus have no influence on the relative trend 
obtained. Brunot and Buckland (8), and others, including the authors, 
have observed that the temperature gradients in both specimens were very 
nearly linear and also nearly equal, thus indicating that the transverse 
heat flow was negligible. For practical reasons obtaining a heat balance, 
especially while working in the vacuum system, was not seriously considered. 
All thermocouple holes were the same depth to insure the readings would 
be taken at the same distance from the vertical centerline of the stack 
should there have been a radial temperature distribution. In the majority 
of cases, all temperature readings fell along a straight line within the 
limits of position and thermocouple error. The linear extrapolation of 
the axial temperature gradient to the interface is considered to have been 


sufficiently accurate so that any error resulting from this extrapolation 
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was assumed negligible. In a similar experiment Weills and Ryder (35) 
made the following observations: 
The errors associated with the experimental measurement of 
temperature, thermocouple location, thermal current and 
pressure are small compared with the variation due to 
asymmetrical heat flow caused by not having perfectly uniform 
loading over the cross section of all the joints and the 
variations due to changes in the metals themselves. 
Evidently the heat flow is nearly constant in any one axial 
path but varies somewhat from point to point over the joint 
area. 
The radiation runs proved conclusively that the transfer of heat by 

é 
radiation in this apparatus was negligible in comparison to that conducted 
through the metal or air. This is reviewed in detail in the Discussion 
of Results. The conductance reported represented the average value 
for the entire interfacial area computed at the mean of the two extra- 
polated metal temperatures at the interface and then corrected to 225°F. 
Since all specimens were identical in instrumentation this conductance 
comparison is considered valid. 

By preloading each set of specimens, while hot, beyond the maximum 
experimental loadings, it is considered that all high spots were 
permanently deformed so as not to result in interference in subsequent 
tests. Thus it is hoped that the time effect on conductance has been 
eliminated and in fact no such variation was obtained when a specimen 
pair was left for a long period of time under identical conditions. 

The value used for thermal conductivity, k, of the metal was supplied 
by the Aluminum Company of America (1) and was a computed value based on 
electrical resistance measurements at room temperatures. The estimated 


accuracy of this value is + 5%. There remains the possibility that the 


value of k permanently changes with long time application of high 
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temperature in the aluminum. weeerding to Bowden and Tabor (6) con- 

ductivity varies with pressure as given by the empirical expression NS = K 

(l+nX Ton) where Ms is the thermal conductivity at a given pressure 
p and Ky is the thermal conductivity in the normal state. The 

variable n is 3.6 for silver and steel and most probably is of this 

order of magnitude for aluminum. A simple calculation shows that the 

greatest possible effect in this apparatus would have been approximately 

27%. Bridgeman (7) obtained a value of the pressure coefficient of 

thermal conductivity for iron and copper at a load of approximately 

2 X 10° pounds per square inch. For iron the value was -0.3% and for 

copper -9.0%. It is believed that Wee eae be intermediate to 

these two values. The maximum pressure during this investigation was of 

the order of 1.5 X 10° pounds per square inch and it is believed that 

the applicable value for aluminum would certainly not be greatly in 

excess of the 2% value above. This effect on the thermal contact 

conductance was neglected because its influence is small and no reliable 

values of pressure coefficient for aluminum were available. 

One difficulty experienced was in obtaining a vertical stack alignment 
at the load cell under light loads. A rigidly attached cell would probably 
have been more accurate but was not available. However, since compatible 
results were obtained over repeated series of loadings and calibrations, 
the load values are considered to be consistent with the calibration used. 

Further sources of error which are relatively insignificant were 
(a) the variation of coolant temperature during the time required for an 
observation, (b) the heat loss along the thermocouple wire and (c) the 
bi-metallic thermoelectric effect at the connector terminals. The latter 


connections were designed and located to insure that both connections for 
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each thermocouple lead would remain at the same temperature thus assuring 
no effect on the resulting reading from this extra junction. 
An example of the single sample technique as applied to this investi- 


gation is given as follows for the equation: 


h=kA_ dt 
At dx 


At high pressures, where St becomes small and thus the controlling variable, 


dt 
dx 


per Root °F; A=0.049 170.001 Foot”. Then the standard deviation from 


mee, At=2 %©0.2 °F; = 240 .*5°F per foot; k = 104 +5 BIU-foot 


the mean value is given by the equation: 


2 2 Z iC é 
C, ; C; J “ie 
ji k A BSE dt 
dx 


where the @ 's are the standard deviations of the variables as assigned 
L 


cine 
above. E becomes approximately 0.011 or 10.5%. It is noted that 


the temperature uncertainty contributes the 0.01 and the other variables 
influence only the third decimal place. 
In the low pressure region, "'apparent'’ contact pressure contains the 
largest (and also a variable) uncertainty. At 300 pounds per square inch 


and below, the maximum error is five percent. 
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V. Experimental Results 

The results of the various runs are tabulated in Appendix B, Table 
B-l. This table records the run number, the load applied to the specimens, 
the "apparent" interface pressure, the temperature drop across the inter- 
face, = (the temperature gradient), the mean temperature at the interface, 
the thermal contact conductance computed for each run, and the thermal 
contact conductance corrected to a mean interface temperature of 225°F. 
Since the metallic contact area at the interface is actually much less than 
the cross-sectional area of the specimens, the pressure is called "apparent" 
interface pressure. This danpereat" ceeebere is the total load applied, 
aS measured by the load cell, divided by the cross-sectional area of the 
specimens, 

Plots of thermal contact conductance corrected to 225°F. vs. "apparent" 
interface pressure to rectangular and semi-log scales are included as 
Figures B-l through B-6. 

The mean interface temperature was held in the neighborhood of 225°F. 
except for a few runs made at constant loads to obtain the variation of 
thermal contact conductance with mean interface temperature. Load was 
varied from no load to about 10,000 pounds, thus varying "apparent" inter- 
face pressure from zero to about 1400 pounds per square inch. 

Tests were made on three sets of specimens as follows: 

Specimens 1. Contact surfaces "optically" flat, i.e., flat enough 

to produce interference fringes when checked with an optical flat. 

The mean value of roughness of these specimens was 9.7 microinches 

RMS, 7.4 microinches arithmetic average, with 110 utcroiwe®ts max imum 


peak-to-valley distance, 


Specimens 2. Contact surfaces "optically" flat. These specimens 
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were prepared with a roughness intermediate fo that of specimens 

1 and 3 but were not utilized because of time limitations. 

Specimens 3. Contact surfaces "optically" flat. The mean value 

of roughness of these specimens was 136 microinches RMS, 111 micro- 

inches arithmetic average, with 727 microinches maximum peak-to- 

valley distance. 

Specimens 4. Tested with contact ahrranes not optically flat but 

flat to within 0.0002 inches. The mean value of roughness during 

these tests was 67.8 microinches RMS, 56.2 microinches arithmetic 
average, with 432 microinches maximum peak-to-valley distance. 

Specimens 4 were also tested with the contact surfaces "optically" 

flat. The mean value of roughness during these tests was 9.0 

microinches RMS, 7.3 microinches arithmetic average, with 80 micro- 

inches maximum peak-toevalley distance. 
A summary of the roughness measurements for all of the specimens is 
tabulated in Appendix B, Table B-4, 

All of the runs showed that the thermal contact conductance was 
increased with an increase of "“apparent'' interface pressure. The rate of 
increase of thermal contact conductance with "apparent" interface pressure 
always remained constant or increased with an increase in pressure. No 
decrease in this rate was observed with any of the series of runs conducted. 

Due to the extreme flatness and smoothness, i.e., small roughness, of 
specimens 1, the thermal contact conductance increased at such a rapid rate 
that instrumentation limitations prevented obtaining enough results for a 
quantitative evaluation. 


Initially difficulty was experienced in obtaining satisfactory vacuum 
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data with specimens 3, It is believed that the stack became cocked, thus 
giving improper contact of the specimens and resulting in a wide scatter of 
data. 

A comparison of the curves for specimens 4, flat and non-flat, showed 
that a marked increase of conductance was obtained by making the specimens 
“optically” flat. The roughness was different in each case, however it is 
considered that most of the increase in thermal contact conductance was a 
result of their increased flatness, 

A comparison of the curves for specimens 4, flat, and specimens 3, and 
the limited data for specimens 1 indicate that the thermal contact 
conductance increases with a decrease of roughness. Insufficient data were 
taken to obtain a quantitative value of this variation, however the trend 
is definite. A comparison of the curves of specimens 4, non-flat, and 
specimens 3 gives much more striking evidence of the effect of flatness. 
Specimens 3 were much rougher than specimens 4, and, but for the effect of 

‘ 
flatness, would be expected to have lower values of conductance. As the 
curves show, however, the conductances of specimens 3 were much greater than 
those of specimens 4 when non-flat. 

The plots of thermal contact conductance vs. mean interface temperature 
for runs 169 through 173, Figure B-8, which were vacuum runs and for runs 
138 through 140, Figure B-7, which were air runs indicates a direct 
variation of thermal contact conductance with mean interface temperature. 
It should be noted that these runs were over : limited temperature range 
and it is somewhat doubtful that the values should be extrapolated to 


cover a much wider range. 


From the plots of thermal contact conductance vs. “apparent” interface 
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é 
pressure mean values were obtained from the curves. These are tabulated 


h 


in Appendix B, Table B-2. From these values * and R were computed and 
h T 


tabulated in Table B-2. The values of a, are an indication of the per- 
centage of the total heat being transferred which is conducted through 
the air. It is seen from Figure B-10 that the proportion of the total 
heat transferred across the interface by conduction through the included 
gas film increases somewhat with an increase of "apparent" interface 
pressure, reaches a maximum, then decreases with a further increase in 


pressure, and finally appears to reach a constant value. The magnitude 


of this variation seems to be more sensitive to roughness than to flatness. 
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VI. Discussion of Results 

As described in the Intreduction, heat is transferred across the 
contact interface by three methods as follows: ‘ 

1. By conduction through the points of metallic contact, 

2. By conduction through the air (or other included medium) film 

between the surfaces, and 

3. By radiation. 
Several investigators have made estimates of the proportion of the total 
heat which flows via each of the three paths but no reports of an experi- 
mental determination of the proportion could be found. Most of the 
estimates have been made by applying an analytical approach to experi- 
mental data on thermal contact resistance or conductance. Barzelay, 
Tong, and Holloway (2) state: 

It appears that across the interface joints none of the three 

modes of heat transfer (namely metal-to-metal conduction, air 

film conduction, and radiation) has any predominance over 

another. 
Keller (19) states: 

Numerical calculations from known radiation constants, however, 

shows that actually radiation can account for only a very small, 

in fact a negligible, percentage of the total heat transfer. 

The heat transfer which can be accounted for by metal-to-metal 

contact, therefore, while by no means negligible, still is 


only a minor part of the total. 


» « « almost 98 percent of the radial conductivity in strip 
coils is due to gas film conduction, ... 


It should be noted that in Keller's work with strip coils, the radial 
heat flow corresponds to the axial flow in this work. Weills and 
Ryder (35) state: 

In the pressure region beyond 10 psi there is no doubt that 

the larger fraction of heat flows through the metal contact 


areas. 
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Boeschoten states (5): 

. » « most of the heat transfer takes place along the spots 

where the surfaces touch each other and that the transfer by 

the gas in the gap is relatively small. 
The results of these investigations, Like those of Keller, show that the 
_ amount of heat transferred across the interface by radiation is negligible. 
The amount transferred by this method was less than 10 percent at the 
lowest loads (smallest conductances) and immediately dropped off to less 
than 1 percent at very light loads. The value of heat transferred by 
radiation used in obtaining these percentages is actually a gross exag- 
geration of what is believed to be the actual value as will be discussed 
below. These investigations also showed that the proportion of heat 
transferred through the gas film was of the same order of magnitude as 
that transferred through the metal. The actual proportion varied with 
roughness and flatness of the specimens and with “apparent” interface 
pressure. Values of from about 0.15 to about 0.85 were observed. It 
should be noted that the proportion of heat flowing by conduction through 
the air fade and through the metal, tended toward a constant value at 
high apparent” interface pressures. At very light loads the form of the 
computations involved the difference between two conductances of very 
nearly the same value, thus giving a large possibility of error and 
unreliable results. For this reason, a quantitative comparison cannot 
be made with the results of Keller, who made his investigations in the 
region of 10 psi "apparent" interface pressure. 

In considering the radiation runs several fuctors must be taken into 
account. No radiation shields were used, thus giving the possibility of 
re-radiation to the lower (cooler) specimen from the upper (hotter) 


specimen via the jar walls and giving a larger value of conductance as a 
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result of radiation across the interface than actually existed. The 
temperature difference across the interface was greater by nearly an 

order of magnitude than any of the other temperature differences observed. 
Sinée the quantity of heat transferred by radiation is dependent upon 

this difference, this effect would result in a larger value of conductance 
resulting from radiation than would be experienced during an air or 
vacuum run. In order to maintain the alignment of the specimens in the 
vacuum jar it was found necessary to provide a guide during the radiation 
and vacuum runs. A Teflon ring was used for this purpose and while Teflon 
is an excellent heat insulator it is not perfect; therefore, heat will be 
transferred through the Teflon, thus giving a slightly higher value of 
conductance for the radiation and vacuum runs. When the specimens are 

in contact a portion of the "apparent" contact surface is actually in 
contact. Any area which is in contact is thus unavailable for radiating, 
and again the conductance indicated by the radiation runs is high compared 
to the actual conductance resulting from radiation during air and vacuum 
runs. As was pointed out, all of these effects would make the actual value 
of conductance from radiation smaller than indicated; however, the value 
observed was found to be negligible so it has merely been made ‘more 
negligible." 

As stated in the Introduction, one of the purposes of this investi- 
gation was to determine an actual area of metallic contact at the inter- 
face by utilizing the results of both vacuum and air runs. An actual area 
of contact was not found as discussed below; however, a shape factor 
called the “effective'' metallic contact ratio was determined. This ratio 


should prove to be useful in predicting the effect of using various gases 


43 





as included media. The variation of R with "apparent" interface pressure 
is shown in Figure B-9. By substituting the thermal conductivity of the 
gas in question into the equation of Appendix C, the new thermal contact 
conductance can be predicted as shown by the example of Appendix C. To 
use the "effective" metallic contact ratio for these predictions it is 
necessary to assume that the ratio 2 does fot vary from one gas to 
another. This is not entirely true Sinks this factor will vary somewhat 
with the conductivity of the included medium. It is considered, however, 
that as long as the conductivity of the medium is at least an order of 
magnitude removed from that of the metal, that no appreciable error will 
result in the predictions made. It would be desirable to make predictions 
of the actual metallic contact area from the vacuum runs; however, some 
of the factors which influence thermal contact conductance during vacuum 
runs (namely roughness and flatness) are so illusive of measurement and 
designation that it is considered that it is not practicable at this time 
to make quantitative predictions of the influence of these parameters. 

It is possible to set up empirical relations describing the variation of 
conductance with "apparent" interface pressure. This would be an 


indication of the contact area but the results would be meaningless 


quantitatively unless the values of roughness and flatness could be 


duplicated. 

When the values of "effective" metallic contact ratio are examined 
it is found that if the factor 3 is assumed to be unity, the resultant 
"metallic contact areas" are ay unrealistic from the allowable stress 


point of view. Values of "metallic contact area" of the order of iene 


square inches would be indicated from the values of R listed in Appendix 
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B, Table B-2. With loads of say 5,000 pounds this would indicate stresses 
at the points of contact of 5 x 10° pounds per square inch which obviously 
the aluminum cannot support. There are several possible explanations for 
this. One source of difference is undoubtedly due to the "spreading 
resistance" or "spreading conductance" concept as described by Weills 

and Ryder (35): 


"Spreading resistance" or "spreading conductance" . . . concept 
that the lines of flow of heat must fan or spread out after 
passing through a contact area which is smaller in size than 
the boundary of the solids in contact. It is a measure of the 
fact that not all of the volume of the solids in contact is 
equally available for the conduction or flow of heat. 


This effect is analogous to the “constriction resistance" observed by 
Holm (15) with electrical contacts. 


- « - the current lines of flow are bent together through 
narrow areas, causing an increase of resistance compared 
with the case of a fully conducting, apparent, contact 
Surface. This increase of resistance we call the con- 
striction resistance. 


Holm has developed a form for determining the actual metallic area of 


contact as follows: 
« « » plane contacts would give contacts with merely elastic 
yielding. But the waviness sets a limit to this development. 
Even in a new plate contact many_contact spots yield plasti- 
cally so that the mean pressure p satisfied the following 
conditions: 


p = 0.5 H to 0.8 H or P=0.5 8 Ss. to 0.8 H Sy 


Note: p = "apparent" interface pressure 
P = Total load applied 

H » Meyer hardness 

She "Actual" metallic contact area. 


It should be noted that the hardness used by Holm was the Meyer hardness. 


This hardness is defined by formula as follows (26): 





45 





where L = load in kg 
d = diameter of indentation in millimeters 
(P = number representing the mean pressure supported by the 


metal-Meyer hardness number) 
The reason for using this hardness is expressed by Cetinkale and Fishenden 
(10) as follows: 

In contact problems, Meyer hardness must be used in preference to 

other hardnesses since it gives the projected area of the solid 

spots, which is the smallest area exposed to flow. 

Values of Meyer hardness for the aluminum used in the specimens investigated 
are listed in Appendix B, Table B-3. These values of hardness are for 
room temperature with a short time load. 

Rearranging Holm's expression for the "actual" metallic contact area, 
it is seen that the metallic contact area is diregtly proportional to the 
applied load and inversely proportional to the Meyer hardness. For the 
time being it will be assumed that the hardness is a constant since all 
of the specimens were taken from the same bar. This leaves the contact 
area directly proportional to the applied load. To find how the contact 
area increases it is assumed that the contact area increases partially 
by enlarging the area of contact at the points of contact and partially 
by making new points of contact. As the load is further increased, these 
new points of contact may expand as the original points and the overall 
effect would be contact at more and larger points. isines the "spreading 
conductance" is caused by a throttling action through the points of 
contact, it follows that the "spreading conductance” should increase, 
thus allowing more heat to flow through the metallic points of contact. 
Also with larger actual metallic contact area more heat should flow 
- through the metal. While it is seen from the plots of the vacuum runs 
that the conductance due to conduction through the metal does increase 


with pressure, an examination of Figure B-10, Appendix B, shows that the 
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percentage of total heat transferred by conduction through the air 
initially increases with an increase in pressure. This would indicate 
that the mechanism of increasing contact area is primarily an increasing 
of the number of points in contact rather than a large increase in area 
of the existing points of contact. If this mechanism is assumed, it is 
seen that while the metallic contact area increases, so does the "spreading 
resistance" with a resultant decrease of "spreading conductance." The 
overall effect is that the percentage of heat transferred by conduction 
through the metallic contacts decreases. As the pressure increases 
further apparently the mechanism of contact shifts to that first 
postulated, i.e., an increase of area of the existing contacts. The 
mechanism then apparently shifts back to an increase in area due to new 
small points of contact, possibly caused by a "splintering" effect in 
the existing points of contact. The effect of the small’ points of 
contact is not as pronounced in this case as at lower pressures and the 
overall effect is a nearly constant proportion of the heat being transferred 
by conduction through the gaseous film. Bowden and Tabor (6) have related 
the area of contact to the number of contact points as follows: 

The value of conductance must depend both upon the size of the 

metallic bridges and their number. Since the spreading 

resistance of each bridge is inversely proportional to its 

diameter, and the area of contact is proportional to the 

square of the diameter, it follows that, for a given conductance 

the area of contact is inversely proportional to the number 

of bridges. We do not know this number with any certainty, 

though in the case of flat surfaces it is clear that the number 

of legs on which they rest cannot be less than 3. Experi- 

ments suggest in fact, that the number of points of contact is 

greater than this, 

In addition to the “spreading resistance” it is possible that a 
further resistance may be present due to the oxide film on the contact 


surfaces. However, according to Weills and Ryder (35): 
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Except at very low pressures the oxide resistance at the joint 
appears to account for only a small part of the total resistance. 


Probably the dominant reason that the "effective" metallic contact 
ratio is not a realistic area factor lies in the invalid assumption that 


s 
a equals unity. This factor will be greater than unity and it appears 


Ree values of the order of 100 to 1000 would be more realistic. The 
assumption that this factor is unity is equivalent to the assumption 
that the equipotential Lines are always horizontal, particularly near 
the interface. Actually this is true at some distance from the inter- 


face but is not at all true near it. Figure VI-1 illustrates a probable 


equipotential configuration near a point of contact during a vacuum run, 








Figure VI-1 
where a is a point of contact and the temperature increases from ty to te 
The effect of time on the thermal contact conductance apparently is 


negligible. This does not mean that conditions are not changing. On the 
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contrary, it is believed that several conditions are changing which some- 
what compensate for each other. As pointed out by Cetinkale and Fishenden 
(10) the Meyer hardness decreases with time. 


It was found, using a Rockwell hardness testing machine, that, 
up to at least 24 hours 


. 1 
= Ho (1 i): log,180T) for 7% > Tay wis 


where H and H, are the Meyer hardness for T hours and ~~ hour appli- 


T 
cation of “ca load respectively, and Oo: is a constant. 


There appears to be a wide variation in the results reported by 
various investigators in this field. Keller (20) mentions some of the 
reasons for this: 

Discrepancies in results of investigators point to variation in 

character of surface roughness not indicated by RMS roughness 

figures. Not merely RMS roughness but more especially the 

height of the highest peaks of the surface above the mean level 

which largely determines the thermal conductance through the air 

film between the surfaces. 

It was found that. the flatness or waviness of the specimens was a very 
prominent factor in thermal contact conductance and since this factor is 
so difficult to describe accurately it is believed that this may have 
caused a large portion of the disagreement among the various investigators. 
Actually few of the investigators specify the flatness of the specimens 
which they used. 

The Limited investigation of the variation of thermal contact 
conductance with mean interface temperature made showed an increase with 
temperature, which is consistant with observations of all others who have 
investigated the variation with this parameter, This variation was 


observed only at single loads and about a single temperature but 


according to Barzelay, Tong, and Holloway (3): 
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For a given pressure increment the percentage increases of 

conductance is about the same for all interface temperatures. 

. « « it was found that the percentage rise (of conductance 

with a rise of mean interface temperature) is of about the 

same order of magnitude at higher pressure levels as at the 
low pressure level. 

Some of the investigators in this field have reported a linear 
variation of thermal contact conductance with "apparent" interface 
pressure while others have reported exponential or power variation. 
Both were observed, depending upon the "apparent" interface pressure 
and the roughness and flatness of the surfaces. This gives further 


evidence for stating that variations among the several investigators 


may differ becuase of variations in flatness. 
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VII. Conclusions and Recommendations 
Conclusions 

1. The proportion of the total heat transferred across the interface 
by radiation is negligible. 

2. The proportion of the total heat transferred across the interface 
by conduction through the included gas film increases i an 
increase of "apparent" interface pressure, reaches a maximum, then decreases 
with a further increase in pressure, and finally appears*to reach a constant 
value. The magnitude of this variation seems to be more sensitive to 
roughness than to flatness. . 

3. Thermal contact conductance was goeeINse to vary linearly with 
"apparent" intérface pressure in some cases, and with a power of the 
pressure in ocnecee This variation is believed to be determined by 
roughness, flatness, and “apparent" interface pressure. 

4. A aha SIE called the "effective" metallic contact ratio was 
computed for aha specimens tested which should prove useful in predicting 
quantitatively the effect of various included media with these specimens. 

“St The thermal contact conductance always increases with an increase 
of "apparent" interface pressure, other variables being held constant. 
The rate of increase always remains the same or increases with pressure 
at least a the limits observed. 

6. Thermal contact conductance decreases with an increase in rough- 
ness of the contact surfaces. 

7. Thermal contact conductance increases with the degree of flatness 


of the contact surfaces. 
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8. Thermal contact conductance increases with an increase of mean 


interface temperature. 


Recommendations 

It is recommended that: 

l. This project be continued with some refinements being made in 
the equipment. The principal improvement can be seen to be a more accurate 
method for locating thermocouples. Use of X-ray photography or a smaller 
specimen with a hole drilled all the way through to accept a butt welded 
couple are two suggested methods for improvement. In addition, smaller 
specimens would allow the use of higher pressures with the existing equip- 
ment. A more positive means of fixing the position of the top plate would 
result in greater accuracy in alignment of the test stack. Use of a 
controlled temperature coolant could given an appreciable decrease in the 
time required between readings plus more accurate control of the mean 
temperature. 

2. An investigation be made using other included media, both gaseous 
and solid, and using test specimens of other materials and roughnesses., 
These parameters should be tested wih aedum runs so that the effects of 
included media can be compared with runs where essentially all of the 
heat is transferred by conduction through the metallic contact. When 
using gaseous media other than air, predict the eenduerates using the 
values of “effective" metallic contact ratio reported herein and check 
the results. es 

3. An investigation be made with a potential field plotting method 
to check the results of this investigation if possible. 

4. An investigation be made toward developing a suitable means for 


specifying flatness of surfaces, particularly in the range between 
Bie 





0.0001 inch and "optically" flat. One possibility suggested is "contour 


mapping" using a sensitive air gauge. 
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Figure A- 1 General Equipment Layout, Air Run 








ck 


ecimen Sta 


op 


fat 


Figure A-2 








Vacuum Run 


Byuipment , 


Figure A — 3 








Houlpment , ReaGdobeOn. Hil 











Air Run 


Equipment, 


Figure A-5 


4 \ 








Figure A — 6 Equipment, Plumbing 
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TABLE B-1l += RUN DATA 


h Corrected 


dt Mean Temp Observed 
Run___ Pressure * Ot dx _sInterface htt 225 OF 
i 2 : g 3 ae 2. 
n. F F/ft F BTU/hr, £t °F r, ft 
Vacuum Runs - Specimens 4, Non-Flat 
l 248 .0 55.1 232.3 354.8 438.5 299.9 
1A 244.4 57.1 Vy 253.2 405.6 284.3 
2 536.6 28.9 232.8 235.4 837.9 745.7 
3 737.4 21.9 238.1 231.4 > 1130 1053 
4, 888.8 17.1 237.1 231.6 1442 1341 
5 976.5 16.4 235.2 230.7 1491 1402 
6 1064 13.4 245.8 232.4 1908 1757 
7 1107 13.5 233.3 226.2 1797 1779 
8 1186 10.5 240 .0 225.6 2377 2363 
9 1360 7.5 242.9 223.8 3368 3412 
10 1153 11.8 2357 226.7 2077 2040 
11 1231 10.9 239.0 225.4 2280 2171 
12 1303 11.1 233.3 225.4 2186 *2175 
13 1371 9.2 233.8 225.3 2643 2635 
14 1308 9.7 236.2 225.8 2532 2512 
15 1233 10.0 238.1 226.6 2477 2435 
16 1163 11.8 236.2 227.2 2082 2034 
17 1081 13.8 234.7 228.2 1769 1709 
18 990 .6 15.4 240.0 229.3 - 1621 1546 
19 919.9 L7G 2357 230.4 1409 1329 
20 852.0 19.2 234.7 230.9 1271 1191 
21 778.5 21.9 232.8 232.6 1105 1015 
22 716.2 26.5 232.3 233.5 911.8 829.7 
23 689.3 27.1 234.2 2357.0 898.9 803.6 
24 610.1 28.2 240 .0 235.5 885.2 786.9 
25 506.9 31.5 244.3 230.2 806.7 762.3 
26 444 .6 40.4 247.7 244.0 637.7 508.9 
26A 431.9 39.5 241.4 233.4 635.6 579.0 
27 369.6 57.2 234.2 255.1 425.8 320 .0 
28 301.7 58:34 228.5 255.2 407.0 276.8 
29 282.2 51.4 230.4 251.8 466.2° 313.8 
30 51.9 165.6 197.8 306 .6 124.2 16.6 
31 46.7 163.4. 200.2 307.7 127.4 16.7 
32 813.8 7,1 238.8 231.8 1452 1348 
33 813.8 16.4 239.0 231.6 1515 1409 


* Pressure is "apparent" interface pressure 





dt Mean Temp Observed h Corrected 


Run Pressure * At dx Interface h to 225 °F 
Lb/in,2 °F ewer °F BTU/hr, ae oF BTU/hr, ree °F 

34 813.8 17.2 238.6 232.5 1442 1332 

BD 813.8 t7.35 237.6 230.6 1428 1344 

37 813.8 16.9 237.8 233.0 1463 1339 


Air Runs - Specimens 4, Non-Flat 


38 41.0 54.4 250.9 250.9 447.0 270.4 
39 36 .8 55.1 227.8 249.2 430.0 VaR 
40 36.8 56.1 224.9 249.7 417.0 253 9G 
41 117.7 43.0 220.8 258.5 534.1 261.2 
42 [39.3 37.7 224.6 236.9 619.7 507.5 
43 163.0 36.1 223.7 234.2 644.5 554.3 
ad, 192.8 S207 226.3 231.0 698.5 634.3 
45 236.5 33.4 2212 231.4 689.8 616.4 
46 280 .2 25.0 230.6 225.8 959.4 947.9 
47 314.3 2202 233.0 224.4 1091 1101 
48 352.5 23.8 if ie 7 226.9 1001 972 
49 438.8 20-5 237.8 224 .6 1206 1213 
50 495.4 18.9 230.6 22552 1269 1246 
51 549.1 PG 2 yA 223.7 1498 1528 
52 ooh 12.3 235.4 221.9 1990 2084 
Do 727.4 | 235.0 222.4 2054 2136 
54 812.3 8.5 239.8 221.0 2934 3113 
35 873.1 D2 Zoo.0 220.2 2657 2851 
56 949.5 7.9 Zou 220 .6 3121 3330 
a7 1023 6.8 236.2 219.7 3613 3905 
58 1105 5.8 237.6 219.7 4261 4606 
59 1163 5.4 236.2 21859 4550 4973 
60 1232 ae Pode 2 219.0 4705 5138 
61 1283 D2 235.2 219.0 4705 5138 
62 1382 3.6 238 .6 219.0 6894 7528 
63 1312 4.7 236.6 yao Ae 5236 5718 
64 1307 4.3 244.8 217.2 5921 6626 
65 1244 4.6 236.6 217.0 3350 6003 
66 1181 5.4 237.4 217.4 4572 5102 
67 1399 4.1 7A a et 218.8 5967 6535 
68 1402 4.7 223.5 219.6 5167 5591 
69 1077 6.2: 236.4 220.9 3966 4210 
70 1013 7.4 Z33,0 221.5 3275 4450 
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dt Mean Temp Observed h Corrected 

Run __ Pressure * At dx Interface h to 225 °F 
in 7 y SEP Et °F hr Se ; TU/hr, f oe 
71 936.7 8.0 234.2 221.9 3045 3188 
72 871.7 9.7 231.8 fad ays Ps 2485 2552 
73 [Pare 9.0 236.6 222.5 2734 2837 
74 728.8 10.6 234.2 22220 2298 2383 
75 632.6 12.4 235.0 223.8 1971 2006 
76 567.5 13.2 7s S| 224.9 1857 1860 
77 495.4 PD we 235.2 Jad af ap 1609 1678 
78 437.4 tears 240.0 221.56 1590 1673 
719 362.4 aye | 243.4 222.4 1480 1539 
Radiation Runs ~- Specimens 3 
80 0 220.2 2.16 177.7 1.02 
81 0 ya ae: 3.36 178.7 1.58 
82 0 116.0 6.48 135.0 5.81 
83 ‘0 113.0 9.6 132.0 8.84 
84 0 115.1 8.64 133.8 7,81 
85 0 113.6 12.0 133.9 10.99 
Vacuum Runs - Specimens 3 

86 8.9 38.3 232.3 247.4 630.9 480.7 
87 8.9 30.3 229.9 246.2 658.8 510.6 
88 24.5 31.2 229.4 241.9 764.8 627.9 
89 21.6 acne 138.2 174.9 647.5 992.0 
90 147.5 27.6 317.3 302.3 1196 oe 
91 105.1 23.9 230.9 237.4 1005 872 
oe 187.2 18.8 232.8 233.4 1288 1173 
93 307.4 16.1 231.4 228.8 1495 1435 
94 71.2 24.9 231.4 234.8 966.7 866.2 
95 140.5 20.9 Z3e9 231.8 1161 1077 
96 Zee 15.4 234.5 230.1 1584 1498 
97 BRI, 11.2 237.4 227.6 2205 2143 
98 412.1 1 Ups: 233.0 221 40 2108 2045 
99 320.7 8.4 Cota 225.0 2936 2936 
100 622.8 10.6 238.3 225.3 2338 2331 
101 709.1 9.7 241.4 224.9 2588 2592 
102 788.4 6.2 236.9 221.8 3974 4109 
103 789.8 io 234.5 220.6 3252 3405 
104 788.4 5.6 1 lo re | 221.5 4378 4540 
105 788 .4 Jae 237.6 222.0 4846 4996 
106 788.4 5.4 237.4 221.6 4573 4738 
107 788.4 5.6 235.2 221.4 4369 4535 
108 794.0 4.9 7a FEE 220.8 5033 2237 
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dt Mean Temp Observed h Corrected 

Run _ Pressure * At dx Interface - h to 225 °F | 
lb/in é °F "Rie °F BTU/hr, Te °F BTU/hr. fee °F 
109 796.8 4.8 237k 220.0 5138 5410 
110 932.6 Say 236.4 219.0 6646 7071 
PY 8651 fas) 238.1 218.0 9906 10639 
112 =1216 2.0 236.9 212.6 12320 13946 
113) =1170 350 191.8 192.8 5700 7649 
114 =1286 Lik 279.6 244.9 13220 10431 
115) = 1211 Ze 247.2 214.4 11680 12871 
116 §=61344 2.0 235.4 207.7 12240 14492 
117.) =: 1302 1.6 237.6 207.6 15440 18296 
118 1170 Zao de Pe, 213.6 10560 11838 
119 =1033 a0 235.7 215.8 7000 7686 
120 897.3 eye 237.6 oR UF AY 2 4846 5248 
121 775.6 11.6 229.4 219.2 2057 2185 
122 641.2 3.9 234.7 222.0 1756 1812 
123 492.7 16.5 241.0 226.8 1519 1548 
124 341.3 PAYER oe) 234.7 232.8 1066 978 
25 339.9 23.5 233.8 235.0 1034 962 
126 270.6 28.1 234.7 235.2 868.8 775.8 
Air Runs - Specimens 3 

127 11.6 46.2 200.2 29525 450.7 256.0 
128 13.0 2204 207.4 227.4 976.1 940 .0 
129 62.5 15.2 209.8 214.2 1435 1693 
130 133.3 10.7 209.3 208 .4 2034 2549 
131 196.9 7.5 207.1 199.8 2872 3975 
132 23253 ae) 246.7 223.0 3515 3624 
133 318.6 ae 3 226.8 205.3 4451 5786 
134 496.8 3.1 254.9 217.4 8553 9545 
135 607.1 2.4 251.5 215.9 10900 12415 
136 727.4 faced 2a et 215.4 12510 14336 
137 905.6 1.7 2o2<e 214.8 15620 18057 
138 §=1053 1.4 254.4 ZESeS 18900 22208 
139 §=1073 In 74 272.4 .228.5 23610 24861 
140) =: 11023 Me 229.0 202.6 15880 21311 
141 1183 | PRS. 253.4 215.5 20280 23221 
142 1290 a! 253.4 215.0 23960 27602 
143 =1273 ee 253.4 215.0 23960 27602 
144 1140 1.3 249.1 214.6 ° 19890 23053 
145 1024 |Ts 248 .6 215.4 17230 19746 
146 880.1 1.6 250.6 216.1 16290 18505 
147 727.4 2.0 251.0 216.8 13050 14681 
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dt Mean Temp Observed h Corrected 


Run Pressure * t dx Interface h to 225 °F 
lb ie °F °F /ft °F BTU/hr et* °F BTU/hr co °F = 
148 STL Die 251.8 216.9 11900 13367 
149 520.8 Ie | 250.6 217.0 9654 10832 
150 376.5 367 248.2 217.6 6977 7765 
151 290.2 4.8 255.1 219.4 5528 5998 


Vacuum Runs ~- Specimens 3 


152+ 126.3 36.3 220.3 218.6 631.2 674.1 
153 fide ie 16.3 236.6 216.7 1509 1637 
154 B25 67 10.1 jaa eae es) 229.2 2614 2496 
155 380.9 1.3 239569 226 .6 3617 3556 
156 433.3 Oez 254.9 226.9 4276 4190 
157 529.4 aye 253.7 224.9 5074 5079 
158 614.3 4.2 255.4 224.1 6325 6385 
159 639.8 4.6 276.5 237.6 6252 5414 
160 ake | 4.7 231.8 210.2 5130 9935 
161 659.6 4.6 254.6 A IER 5457 ; 5912 
162 750.1 a7 255.8 221.8 7191 7435 
163 809.5 4.2 254.9 222.7 6313 6465 
164 878.9 3.9 252.0 221.9 6721 6943 
165 945.3 Z2.8 258.2 206635 9592 9870 
166 1041 3.4 253.9 Pap 5) SP 7767 8078 
167) =1115 3.0 Zo3.9 221.2 8803 9155 
168 917.1 2.9 255.9 221.8 9107 9417 
169 634.2 it 255.4 222.8 - 4661 4768 
170 637.0 4.4 246.7 216.1 5832 6380 
171 634.2 5.8 23 5'e 2 209.8 4187 4861 
172 635.5 5.1 268.3 230.1 5472 4977 
173 635.5 Diet 20552 §§> 236.6 5776 4962 
174 441.7 dae Cao ee Z16,2 3397 . 3713 
Air Runs - Specimens 1 
175 43.4 2.0 244.8 240.8 12730 9662 
176 64.6 Cae 238.1 236.9 11250 9214 
177 104.9 0.9 23930 234.8 27620 23505 
178 6.0 5.8 167.0 189.7 2995 4606 
179 6.0 Tez Te ire) 211.6 2801 3372 
180 6.0 6.6 MJD .2 199.1 2761 3852 
Air Runs - Specimens 4 - Flat 
18] 6.0 18.0 208 .8 219.6 1206 1305 
182 6.0 19.2 206.9 221.1 1120 1186 
183 243 8.4 212.2 203.7 2627 3481 


73 





dt Mean Temp Observed h Corrected 

Run _Pressyre * Ot dx Interface h to 225 °F 
in : °F °F /ft °F BTU/hr, fee °F BTU/hr, aes °F 
184 613 4.4 208.8 jG ore 4936 7177 
185 613 4.9 246.7 223.0 5237 5347 
186 809 3.8 248 .6 222.5 6805 7064 
188 1045 Zao 250.3 222.4 11320 11773 
189 1164 1.7 2d 22 222.4 15430 16047 
190 L375 0.4 252.0 IAP OT | 65530 68806 
Lev 1256 0.8 249.8 221.7 32480 34104 
£2. 1037 1S 250.6 223.1 14480 14900 
193 828 2.4 250.1 220.1 10830 11642 
194 605.7 2.8 254.4 224.2 9450 9563 
195 457.2 3.8 254.9 224.5 6977 7033 
196 189.8 Lied 234.2 222.7 2082 2155 
197 113.4 16.4 Z39.D 225.0 1481 1469 
198 Tv 60.4 178.1 227.4 307. 296.4 
Vacuum Runs - Specimens 4 - Flat 

199 719.5 50.8 208.8 226.9 427.5 418.9 
200 246 .4 44.3 187.2 O44 Yee | 439.5 461.2 
201 281.9 39.7 186.2 208.7 487. SiZ62 
202 445.8 27.0 231.4 225.6 891. 886.1 
203 602.8 14.0 240 .0 217.6 1783 1924 
204 850.4 10.2 255.8 224.7 2609 2617 
205 1061 tre 256.3 22353 3652 3718 
206 1292 4.6 268 .8 22641 6078 5846 
207 1408 4.0 269.8 229.0 7016 6735 
208 1207 D0 259.2 221.4 5087 5280 
209 976 8.8 255.8 224.2 3023 3047 
210 770 12.6 260 .2 227.0 2148 2103 
211 108 59.6 225.7 244.5 392 311 
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APPENDIX C 
DEVELOPMENT OF SHAPE FACTOR, R, "“EFFECTIVE'' METALLIC CONTACT RATIO 
At high pressures, i.e., \ <s, the true value of the mean free path 
of the gas molecules is used. From the kinetic theory of gases (22) the 


value of thermal conductivity of the included gas is: 


, - eet 
a 3 


-3 ; 
= SIO om tom Appendix D) 


at atmospheric pressure 


-3 
= SHAH. 8.46 x 10° om 


< 760 ' 
Since the minimum s is of the order of 10 microinches (2.54 x iki) = cm) 
ee s and the condition is fulfilled. 


For the air runs 


1 Eee: fon PNR WT x 5.27 x 10° cnx 6.43 x 10 sem 


ane °c sec P 


Wee 7.15% 10 > cal/awe em °C 


a 


Using the resistance mode 1 described in the Introduction and neglecting the 

heat transferred by radiation, 

he ~ h, + ho 

Since there is no heat transferred across the interface by conduction through 
the air during a vacuum run as shown in Appendix D, it is assumed that the 

values of conductance obtained by the vacuum runs are valid for the 
conductances due to the metallic contact during the air runs. Hence 

h, = he + ho = he + hy 

By definition 


q + hAAt 


ee 


— ts 
7 7 - A 7 






Hence 


i 


h,A At 


hAAt 
V 


dr 


q, 


and q, = hA BSE 


Thus dp = 4, + 4, = (h + h) AAt 

But also using Fourier's Law of Heat Transfer 
q = “ka & 

Za LUN 7 

and Os «A 

qn = Gh, + hyaAt = -(A, a k AL a 


Since the gap distance is small _At can be used as a good approximation 
8 


for =f, It should be realized that if an equal Zit is used, the distance 


s will, in general, not be the same for the air and metal paths of thermal 


current flow. 








k A 
TA = « aia 
a s 
a 
ae 
hoa = ° 5 
m 
A h As k h ks 
= = VV ma = V 3 Mm 
A h As k h k sg 
a aoam am a 


From this a shape factor, the “effective'' metallic contact ratio is defined 


as: 


R= ma = Vv a 
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As an example, using Helium as the included medium: 


k = 0.099 BTU/hr. ft.” °F/ée, 








a 
kK, 0,099 ov 
= = 104.0 = 9,52 x 10 

5 
2, 1 
| R 

Vv m 
hp sho +h =h, (1 +28) 

a 
a 1 
he k 
mR 
Ll + k 


Using a typical value for specimen 4, non-flat at 900 pounds per square 

h 
inch "apparent" interface pressure Ry = 0.601 for air and R = 1.10 x 10" 
Using the conductivity of Helium and the equation above: 


h 


a 1 1 
a = ay ee ee = 90 
he 1.10 x 10 4 1 + .116 
1 ees ay, 
9.52 x 10 


or 90% of the heat would be transferred by conduction through the Helium 
whereas only 60% of the heat was transferred through the air. Since the 
quantity of heat transferred through the metal remains the same the total 


heat transferred is increased proportionately. 
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APPENDIX D 


HEAT FLOW ACROSS A GAS-FILLED GAP AT LOW PRESSURES 


The following is a summary of a theoretical determination of the 


heat flow across a small gas-filled gap at low pressure. This determination 


was suggested by E. C. Crittenden, Jr., Professor of Physics, U. S. Naval 


Postgraduate School, Monterey, California. 


Symbols: 


k «= 


0 
i 


D> @Q»y>s 
i) 


raW 
c 
i 


7. = 
Ss ae 
dn = 
n = 
Aq = 
AT = 
q = 


Thermal conductivity of air (Caleyens °C./em.) 

Molecular heat capacity of air (cal./ °C. molecule) 

Mean molecular velocity of air (cm./sec.) 

Mean free path of air molecules (cm.) 

Constant factor, defined in the development of the problem 
Accommodation coefficient 

Area, see Figure D-1l 

Angle, see Figure D-1l 


Differential solid angle = 


“wie 


Number of particles per unit volume per unit solid angle per unit area 
Number of particles per unit volume 

Gap distance (cm.), see Figure D-1 and Figure D-2 

Number of particles per unit time per unit solid angle impinging on 
aunit area 

flux = Number of particles per unit time impinging on a unit area 
Differential energy transferred per particle per unit area 

Temperature difference between the surfaces 

Energy transferred to the surface per unit area (eal femes) 
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Q «= Energy transferred to the surface (ceal.) 


C = Ne = Heat capacity or specific heat per unit volume (eutven.” "Gy 


Figure D-1 
Provided that is very large relative to s, then only wall collisions 
are of importance, The number of particles per unit time per unit solid 
angle impinging on area A equals N'Au cos0 d 


dn = N'u cos @dw 


ue v 
nie oo eseS «(or éine de 
2 
r 

dn = 27N‘'u sin@® cosé de 

Op 
n = 27 \ N'u sind a d@ = N'u sind (d sin@) 
n = 27™N'u s sii ‘i. = 77 N'u 

q 

But, N oe 
so n = N77 = Nu 

477, ~— & 


Now if each particle on the average carries a net energy excess, then Aq 


¢ 


per particle is equal to cAT. 
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Or if the accommodation coefficient, 23 is taken into account: 
Aq = C ae AT ' 
Q * ts necessary because two wall-to-gas interfaces are involved. 


Hence for a flux n, the heat transferred to a unit area would be: 


‘dg 2 u ~ AT 
a nAq = n@ cAT = ia x 2 (to include the upward flux) 
or £q = @“ucar ee 

dt 2 


The heat transferred to the area A would be 
2 


ga. i uCA AT 
dt 2 
It is noted that the heat transfer is independent of the gap distance. 
It should be further noted that C varies linearly with pressure. 

An alternate approach to the problem is as follows: 
For low pressures, the “mean free path'' would be determined by the gap 
thickness, s. It would be a constant factor, greater than one, multiplied 
by the gap thickness, due to geometry, i.e., Lt would be averaged over all 
directions, as shown in Figure D-2, but limited in the parallel direction 


by gas-gas collision. 


Note: True only if gas-gas 
collision free path is 
large compared to s, 





Figure D-2 
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As a first approximation, assume that » =n me CC 
Now the heat transfer is 


7 = kA = = ka or if the accommodation coefficient is considered 


Z 
me, ATE" 
dt Ss 
AT dT 
as, at the distances involved or closely approximates 4) . 


but in general from the kinetic theory of gases one finds (22) that: 


Cur Cus% 
ae 3 


chen 22 _ Su8X AATQ 2 Guat «@ * 
dt” 3 S a 3 


Hence pas independent of gap thickness. 


It is interesting to compare the results of both of these lines of reasoning. 


dQ 


Equating the two expressions for at 


2 Coud A ATE 


and a 
3 


or x= 3 

It is found that Sears (30) by using a different approach has 
evaluated a factor which is equivalent toc and has obtained a value of 
> which agrees with this development. 

Thus the two models agree. 

To obtain the maximum amount of heat transferred through the air 
during vacuum runs: 


2 
dQ fe uCA AT 
dt — 2 


Q.001293 H : (14) 


For ait + @ = (1.0 + 0.003671) 76 
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where H = pressure in cm. of Hg 
and T = temperature in degrees Centigrade 
C = 0.001226 mien at 15°C. and 76 cm of Hg 


me 225°F. (€107.2°C.) 


_ 0.001293 H 


0.001293 H 5 
= (1 + 0.3934) 76 


= 1.22 x 10 "H 


or e = 1.22 x 107°p atin 
where P = pressure in mm.of Hg 
/ 
AXS 


» = 6,4 x 107° em at 15°C. and 76 cm Hg pressure (22) 


At 225°F., 
-6 
\ 2 6.4 x 10 “x 0.001226 BEE 10 37p an 


1.22 x10 P x 
For vacuum runs, i.e., P < 1x 10” mm Hg pressure 


~3 
Yr = BE6L4S cm 
l1 x 10 


Actually the vacuum observed was always closed to l x oe mn of Hg. 
Since the maximum s is of the order of 200 microinches (5,08 x 10~* cm) 
>» s and the condition placed on the development above is fulfilled. 


u = 4.63 x 10° em/sec at 20°C. and 76 cm of Hg pressure (14) 


u (rt)? 
At 225°. 
eNi63 010° x a: i527 10° enlace 


oS 0%, 


Jy 0.173 BIU/1b °F. = 0.173 cal./gm°C. (18) 


ae 229° E, 


C = 1.22 x 10°°P x 0.173 = 2.11 x 10°’P cal./em> °C. 


97 





Assume 6 = 1, this being the largest factor possible and giving the 


maximum possible heat transferred due to this effect. 
gQ_ix 7 x 10 1 x ” “Feal.x 7,069 in : x 54 ye Q° 
dt he cm? °C, in.” 


a = 0.102 cal./sec = 1.45 BTU/hr. 


This value is negligible compared with the smallest a obtained for a 


vacuum run which was: 


7 x Age m 104.02 BIU x 7,069 ae Ape x 138,2 °F. 
HE hr ft °F. Wa anc ft 


705 BIU/hr 


q 


It is thus demonstrated that the amount of heat transferred by conduction 


through the air is negligible during a vacuum run. 
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